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ABSTRACT 
A nwber o f  modern and old-sty le i c i ng  cloud instrwnents were tested i n  
the spra cloud o f  the NASA Lewis I c i ng  Research Tunnel ( IRT) i n  order t o  de- 
termine f he i r  re1 a t i ve  accuracy and t h e i r  1 imi ta t ions over a broad range of 
conditions. It was found tha t  the average o f  the readings from each of the 
l i q u i d  water content (LYC) instruments tested agreed c lose ly  w i th  each other 
and wi th the I R T  cal ibrat ion;  bu t  a l l  have a data scat ter  ( 2  one standard de- 
v ia t ion)  of about i 20 percent. The e f f ec t  o f  t h i s  2 20 percent uncerta inty 
i s  probably acceptable i n  aero-penalty and deicer experiments. Ex is t ing laser 
spectrometers proved t o  be too inaccurate f o r  LUC measurements. The e r ro r  due 
t o  water run-of f  was the same f o r  a l l  i c e  accret ion LUC instruments. 
Any given laser spectrometer proved t o  be h igh ly  repeatable i n  i t s  indica- 
t ions o f  volume median drop s ize (DVM), LUC and drop s ize d is t r ibut ion.  
However, there was a s ign i f i can t  disagreement between d i f f e ren t  spectrometers 
o f  the same model, even a f t e r  careful  standard ca l ib ra t ion  and data analysis. 
The scatter about the mean o f  the DVM data frm s i x  Spectrameter Probes tested 
was r 30 percent ( r  one standard deviat ion) and the average was 20 percent 
higher than the o l d  I R T  ca l ib ra t ion.  The k 30 percent uncerta inty i n  DVM can 
cause an unacceptable var ia t ion i n  the drag coe f f i c ien t  o f  an a i r f o i l  w i th  
ice; however, the var ia t ion i n  a deicer performance t es t  may be acceptable. 
The cal ibrat lons o f  ground i c i ng  f a c i l i t i e s  f o r  DVM and LWC should be put 
on a comnon basis so that  they can be used t o  ca l ib ra te  instruments. The laser 
spectrometer disagreements can possibly be eliminated i n  f l i g h t  programs 
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instruments should a1 1 be per iodical ly cal ibrated i n  i c ing  tunnels; t h i s  addi- 
t ional  test ing may also inprove the i r  re1 i a b i l  i t y .  
INfROOUcT ION 
The accurate determination o f  the l i q u i d  water content and drnplet size o f  
an ic ing cloud i s  important infomation i n  i c ing  research, i ce  protection sys- 
tem development and ce r t i f i ca t i on  testing. I n  the 1940's and 50's. when the 
a i rcraf t  ic ing technology was f i r s t  developed, the instrunents used were manu- 
a l l y  operated (e.g., l i s ted  i n  ref .  1 are o i l  sl ides ~ n d  rotat ing mult i-cyl in- 
ders for drop size, and ro ta t ing  cylinders and other ice accretion instrunents 
f o r  l i q u i d  water content (LUC)). Since that  time, a number of modern automated 
instruments have been developed t o  measure LUC and drop size. The Rosemount, 
Leigh, and Johnson and Ui 1 1 iarm (3 and U) are a few o f  those used for  LUC; 
while a variety of laser spectrometers have been used f o r  volwne mean drop size 
(OW) and i t s  distr ibut ion. 
Even though large numbers o f  these instruments have been produced and used 
i n  countless ic ing tests and cevtif ications, there have been no comparisons 
where a large nunber o f  d i f fe ren t  instruments have been compared i n  the we1 l- 
behaved repeatable i c ing  cloud o f  an ic ing  tunnel. The best comparison for one 
type of instrument was done a t  the National Research Council o f  Canada (NRC), 
where a large number of  J and W LWC instruments were compared i n  the i r  small 
ic ing tunnel (ref. 2). I n  another experiment, an o i l  s l ide  and laser hologrim 
were compared (ref. 3); i n  reference 4, the of 1 s l ide  and rotat ing cylinders 
were conpared t o  a laser spectrometer. 
I n  the test program reported here, a large n h e r  o f  modern and old-style 
i c ing  cloud instruments were compared i n  the NASA 6 x 9 Foot Ic ing Research 
Tunnel (IRT). The instrunents tested were f o r  LWC and droplet s ize (both OW 
and distr ibut ion).  The purposes o f  the tests were t o  determine the re la t i ve  
accuracy of these instruments, and the i r  l imitat ions Dver a broad range of 
conditions. The instruments tested are described i n  the next section. 
The comparisor: between the o ld  and modern instruments and with the o ld  IRT 
cal ibrat ion w i l l  be especially useful because the FAR-25 ce r t i f i ca t i on  and 
much o f  the o ld  ic ing technology were based on the o ld  instrunents and the 
IRT, whereas modern instruments are used today. This experimental program was 
j o i n t l y  sponsored and performed by NASA, the A i r  Force F l igh t  Test Center and 
Meteorology Research Inc. 
OESCR IPTION OF THE INSTRUMENTS TESTED 
The instruments tested i n  the I R T  are l i s t e d  below. These instruments are 
b r i e f l y  described i n  th i s  section; more de ta i l  can be found i n  reference 5. 
..................... -- ------ 
MODERN AND OLD-STYLE INSTRUPIENTS TESTED I N  THE NASA I R T  
LWC (one of each except for the spectrometers): 
LE I G ~ J  and W; ROSEMOUNT; ROTATING MULTI-CYL INDERS; BLADE; 
LASER SPECTROMETERS ( 5  ASSP, 2 FSSP) 
DVM AND DROP S I Z E  DISTRIBUTION: 
LAsEKS~FTK(RSETEKS~ 5 ASSP, 2 NP, 3 OAP) 
LYC Instruments 
The Leigh and Rosemount are automatic i c e  accret ion instruments tha t  sense 
the  i c e  as i t  bu i l ds  JP on the  sensing surface. When a c r i t t c a l  amount of i c e  
i s  exceeded, the sensing surface i s  e l e c t r i c a l l y  heated t o  remove the ice; 
then the b u i l d  up-deice cyc le  i s  repeated over and over again. Each instrument 
accmpl ishes the  sensing somewhat d i f fe rent ly .  The LWC i s  re la ted  t o  the cyc le  
t ime and the  airspeed. 
The Leigh sensing surface i s  a small tube t h a t  i s  .nounted across the  i ns ide  
o f  a small i n l e t  tube. The i n l e t  i s  aspi rated f o r  he i i cop te r  appl icat ions i n  
order t o  assure tha t  there i s  a s i g n i f i c a n t  a i r  f l ow  over the  sensing surface 
even when the  he l icopter  i s  hovering. When the  i c e  bui ldup on the sensing 
tube exceeds a pre-set thickness, an inf ra-red 1 i g h t  beam (aimed across the  
sensor tube a t  a photo detector)  i s  blocked and the deicer cyc le i s  started. 
The heated compressed a i r  used t o  asp i ra te  the  a i r  f low through the i n l e t  a lso  
keeps i t  f r e e  o f  ice. 
The Rosemount LWC sensor tes ted here i s  a semi-automatic model t ha t  was 
modif ied by the  user f o r  f l i g h t  t e s t i n g  o f  f i x e d  wing a i r c r a f t  i n  na tura l  
ic ing.  The e lec t ron ics  detect changes i n  the  resonant frequency of the m a l l  
v i b r a t i n g  sensor tube as i c e  b u i l d s  up on the  rurface. Today's versions or 
t h i s  sensor accrete i c e  up t o  a p o i n t  and then they automat ical ly  deice. 
The Johnson and Will iams ( 3  and W) i s  another automatic LWC instrument, bu t  
i t  does not  requ i re  the accret ion o f  ice. I n  fac t ,  i t  i s  e l e c t r i c a l l y  heated 
t o  keep i t  f r e e  o f  ice. The 3 and W i s  b a s i c a l l y  a hot  w i re  probe tha t  uses 
the c o r r e l a t i o n  between LWC and the  g r e a t l y  increased heat t ransfer  tha t  occurs 
when drop le ts  s t r i k e  the hot  sensing surface. The w i re  i s  stretched across 
the ins ide  of an i n l e t  tube t h a t  i s  kept f r e e  o f  i c e  by e l e c t r i c a l  heat. 
The Blade i s  manually operated and deiced and i t s  data i s  reduced by hand. 
The t h i n  blade i s  attached t o  a manual actuator and mounted ins ide  a shie ld.  
The u n i t  i s  suspended from the c e i l i n g  of the IRT. The blade i s  made of alu- 
minum bar stock (0.3 cm t h i c k  x 1.9 cm wide and 25 cm long). The blade i s  run  
out from i t s  sh ie ld  f o r  30 seconds (nominal ly) t o  expose the t h i n  (0.3 cm) 
edge t o  the i c i n g  cloud i n  the  center o f  t he  IRT.  The thickness of the  i c e  
accret ion on t h a t  surface i s  then measured w i t h  a micrometer and the LWC i s  
calculated by accounting f o r  t he  c o l l e c t i o n  e f f i c i ency .  The blade design and 
procedure used here conformed t o  t h a t  tes ted c t  NRC ( r e f .  6). 
The Rotat ing Mu1 ti-Cyl inder i s  a lso a manually operated instrument. F i ve  
cy l inders  w i t h  varied diameters ranging from 0.32 cm t o  11.0 cm, are stacked 
(one on top o f  the other w i t h  t r a n s i t i o n  pieces) t o  make the  cy l inder  array. 
This instrument gives data f o r  LWC. It also gives data f o r  DVM and the drop 
s i ze  d i s f  r ibu t ion ;  however, t h e  drop s i ze  w i l l  not  be reported here. I n  these 
tests, the r o t a t i n g  c y l  inder array was run out  from a sh ie ld  ( fo r  an appro- 
p r i a t e  t ime) i n t o  the cloud i n  the  center o f  t he  I R T .  The LWC i s  determined 
from the weight o f  the i c e  on each o f  the  cy l inders  according t o  the procedure 
i n  reference 7. 
Droplet Siz ing Instruments 
The laser  spectrometer instruments tes ted were a1 1 made by P a r t i c l e  Meas- 
urement Systems, Inc. These tes ts  involved f i v e  ASSP's (Ax ia l  Scat ter ing Spec- 
trometer Probes ;, two FSSP's (Forward Scat ter ing Spectrometer Probes) and three 
OAP's (Opt ica l  Array Probes). These instruments g ive  data f o r  the LUC, DVM 
and drop s ize  d i s t r i b u t i o n  o f  a cloud. 
The ASSP and the FSSP covered a drop s ize range o f  3 t o  45 urn ir, 15 equal ly 
spaced s ize channels. The external shapes o f  these instruments are di f ferent  
f i g  1 .  The older ASSP i s  bas ica l l y  a rod w i th  an i n l e t  tube aligned 
w i th  the flow. The laser beam passes across the cloud tha t  i s  f lowing through 
the i n l e t  tube. The FSSP has two tubes s t i ck ing  out  the f r o n t  end of a tnnb- 
l i k e  body; the laser beam passes from one tube t o  the other. Both instruments 
measure the in tens i t y  o f  the 1 i g h t  scattered by the droplets. The scattered 
l i g h t  i n tens i t y  i s  theore t i ca l l y  re la ted  t o  the droplet  size. The number of 
droplets counted i n  each s ize channel i s  then per iod ica l l y  sampled and the 
OVM, LWC and drop s ize d i s t r i bu t i on  are automatical ly calculated. 
The Optical Array Probe (OAP) i s  geometrically the same as the FSSP's 
tested. It covers a drop s ize range o f  20 t o  300 ~m i n  15 equal ly spaced chan- 
nels. The magnif i ed  shadow o f  each droplet  i s  projected onto a 1 inear array 
o f  photo diodes. The number o f  diodes shadowed i s  re la ted t o  the droplet  size. 
Detai 1s on how these instruments work and a discussion o f  possible e r ro r  
sources can be found i n  reference 5. 
APPARATUS AND PROCEDURE 
A schematic o f  the NASA I c i ng  Research Tunnel ( IRT) t e s t  section i s  
sketched on f igure l (a ) .  The IRT has accurate instrumentation for  recording 
the tunnel airspeed, the t o t a l  a i r  temperature and the r e l a t i v e  humidity ( i  .e., 
f r os t  point  temperature). The volume median droplet  s ize (Dm) and l iqu id  
water content (LwC) o f  the spray cloud i s  set  according t o  the o l d  IRT ca l  ibra- 
t ion, which i s  a function o f  the a i r  and water pressure t o  the spray nozzles 
and the airspeed. 
The sP 01s used are defined i n  appendix A. For de ta i l s  about the spray cloud ca i b ra t i on  and a discussion o f  possible e r ro r  sources, 
turn  t o  appendix 8. 
The i c i ng  cloud instrument comparisons were made w i th  the instruments 
placed side by side (w i th in  the uniform pa r t  o f  the i c i ng  cloud shown on f i g -  
ure l (b) ,  or  at  the same locat ion i n  the t es t  section f o r  the same (repeated) 
cloud conditions a t  another time. The comparisons took advantage o f  the fact 
that  most ground i c ing  simulation f a c i l i t i e s  have the fo l lowing capab i l i t i es  
which are essential f o r  t h i s  comparison test.  The i c i ng  cloud parameters (LWC, 
drop s ize (DVM) and drop s ize d i s t r i bu t i on )  are repeatable. And these parame- 
ters  are adequately uniform across the cloud. I n  addition, the i c i ng  environ- 
ment i n  the tunnel should adequately simulate a natural  i c i ng  encounter. These 
points are discussed more f u l l y  i n  appendix e and i n  the Results and Discus- 
sions Section. 
The instrument tests reported herein were done a t  four separate ent ry  times 
i n  the I R T  over the course o f  two years. The instrument i ns ta l  l a t ions  were 
somewhat d i f ferent  for each entry. The 1981 entry, where most of the modern 
instruments were tested, w i l l  be described i n  some deta i l ;  the other ent r ies  
w i l l  be described as a var ia t ion from tha t  ins ta l la t ion .  
A special t es t  stand f o r  mounting the modern instruments t o  be tested i n  
1981 was ins ta l  led i n  the tes t  section o f  the IRT, as noted i n  f i gu re  l ( a )  
and l ( b ) .  The sketch shows two LWC instruments mounted on the a i r f o i  1 support 
(i.e., a J and W probe and a Leigh i c e  detector). Two laser spectrometers are 
mounted on the stand. The two spectrometers shown are an Axial Scattering 
Spectrometer Probe (ASSP) and a Forward Scattering Spectrometer Probe (FSSP). 
The OAP's (Optical Array Probe) were interchanged w i th  the FSSP because they 
use the same mounting pad. 
This i ns ta l l a t i on  was also used f o r  a l im i ted  modern instrument tes t  i n  
1979; but then only one ASSP and one OAP were tested. Another ear l y  t es t  in- 
volved only the t h i n  blade, which was mounted i n  i t s  shie ld from the c e i l i n g  
o f  the empty tunnel. 
Some months after the modern Instrument t es t  i n  1981, another series o f  
instruments were tested i n  the IRT. These were the ro ta t i ng  cylinders, the 
Rosemount and the same Leigh as was used i n  the modern instrument test .  
To avoid p rac t i ca l  d i f f i c u l t i e s  and t o  insure tha t  the instrument was work- 
ing properly during the tests, a l l  instruments were i ns ta l l ed  and checked out 
by e i the r  the manufacturer, or  the user (owner) or  h i s  representative. The 
data taking, data analysis, and repor t  w r i t i ng  responsibi 1 i t  ies were performed 
i n  such a way tha t  no instrument would be favored. 
RESULTS AND DISCUSS ION 
The resu l t s  t o r  the 1 iqu id  water content (LWC) instruments are discussed 
f i r s t ,  then the drop s iz ing (OW and d i s t r i bu t i on )  resu l t s  are discussed. 
These discussions w i l l  include comparisons w i th  the o ld  ca l ib ra t ion  of the 
NASA I c ing  Research Tunnel, which was the main f a c i l i t y  used i n  the development 
o f  the i c i ng  technology used today. Data showing the e f fec ts  of temperature, 
airspeed, drop s ize and LWC are included. The consequences of the observed 
er rors  i n  these instruments are discussed. Instrument f a i l u res  are discussed 
b r i e f l y .  And f ina l l y ,  reccnmnendations w i l l  be made. 
LWC Instruments 
A number of  modern and old-sty le LUC instruments were tested; Table I l i s t s  
the instruments tested. These instruments were compared a t  essent i a1 l y  the 
same locat ion a t  d i f fe rent  times. This procedure takes advantage o f  the high 
repeatabi 1 i t y  o f  the IRT spray, which i s  discussed next. 
LWC Repeatabil ity. - The percent var ia t ion f o r  the best two performing 
instruments was 2 12 and + 15 percent over many d i f f e ren t  repeats of the same 
cloud conditions. The percent va r ia t ion  i s  one standard deviat ion of the read- 
ings about the average LWC reading. The var ia t ion  o f  the LWC a t  any locat ion 
i n  the I R T  spray due t o  errors i n  se t t i ng  the a i r  and water pressures t o  the 
spray nozzles i s  t y p i c a l l y  t 5 percent and never more than + 10 percent (appen- 
d ix  A fo r  deta i ls ) .  I n  other words, the repea tab i l i t y  ( i  .e., scat ter  or varia- 
t i o n )  o f  the I R T  spray i s  adequately bet ter  than the repea tab i l i t y  o f  the in-  
struments. By the "same cloud condi t ionsm we mean the a i r  and water pressures 
t o  the nozzles were the same and the airspeed was the same. Furthermore, the 
a i r  temperature was cold enough t o  avoid thermal errors (i.e., water run-off) 
w i th  the i ce  accretion instruments. Having established tha t  the I R T  spray i s  
more repeatable than the instruments, we move on t o  the comparisons. 
Comparisons between LWC instrumect readings and the I R T  cal ibrat ion.  - As 
discussed i n  appendix 0,  the LWC i n  the center uniform region of the I R T  t e s t  
section should be we1 1 known i n  an absolute sense because the 1 iqu id  flow 
through the nozzles can be traced back t o  a 1 iqu id  f low ca l ib ra t ion  of the 
nozzles. This i s  equally t rue f o r  any ground i c ing  f a c i l i t y .  Therefore, i t  
seems reasonable t o  use the LWC from the o l d  I R T  ca l ib ra t ion  as a standard f o r  
t h i s  comparison of LWC instruments. As w i l l  be shown l a te r  i n  f igure 3, i+ 
struments cal ibrated independently i n  other ground i c i ng  tunnels ve r i f y  the 
I R T  cal ibrat ion.  Figure 2 contains a comparison of the indicated LWt readings 
f o r  a number o f  instruments w i th  the LWC set i n  the IRT. A1 1 of these data 
were taken over a range of airspeed, LWC and drop size. The a i r  temperature 
was kept very cold so tha t  there would be no noticeable thermal errors w i th  
any o f  the instruments. The only correct ion made t o  the data was a general ly 
small measured correct ion f o r  the loca l  airspeed, which was higher than the 
tunnel airspeed because of the support stand blockage (described i n  appen- 
d ix  0). This comparison shows tha t  a l l  o f  the instruments, except for  the 
laser spectrometers, are general ly i n  good agreement w i th  the I R T  LWC ca l  ibra- 
tion. But l e t  us look a t  t h i s  deviat ion from the I R T  values of LWC s t a t i s t i -  
ca l  ly. 
The percent deviat ion of each instrument reading from the I R T  ca l i b ra t i on  
value i s  given by 
X = LWCindicated - LUC IRT 
L U c ~ ~ ~  
rhese values o f  X were s t a t i s t i c a l l y  analyzed f o r  each instrument. The average 
value o f  X i s  l i s t e d  i n  f i gu re  3 f o r  each instrument; t h i s  average i s  the 
average er ror  o f  the indicated values r e l a t i v e  t o  the IRT cal ibrat ion.  The 
s t a t i s t i c a l  scat ter  of X ( t  1 standard deviat ion) i s  also l i s t e d  i n  f igure 3. 
This scatter i s  due mainly t o  two causes: ( a )  the repea tab i l i t y  of the ins t ru-  
ment and the IRT and (b)  the i n a b i l i t y  of the instrument t o  properly account 
f o r  the e f fec t  of DVM, LWC and airspeed over a large range of these t es t  
conditions. 
From f igure 3, the Blade and the Leigh instrument have an average e r ro r  
which i s  nearly zero. These same iden t i ca l  instruments were recent ly tested 
i n  the Canadian NRC i c i ng  tunnel and i n  the Addington i c i ng  tunnel i n  England 
( re f .  8). These tests also found a near ly zero average er ror  compared t o  t h e i r  
tunnel cal ibrat ions. The LWC ca l ib ra t ions  o f  these three i c i ng  tunnels are 
based on the water f low t o  the spray nozzles and should, therefore, be correct. 
The fac t  that  the instruments agree w i th  the independently derived ca l ib ra t ions 
reinforces our be1 i e f  that  the IRT ca l ib ra t ion  f o r  LWC i s  correct. Addit ion- 
a l ly ,  Hunt ( ref .  9) has also ve r i f i ed  the ca l ib ra t ion  of the l i q u i d  flow of 
the I R T  spray nozzle. 
The instruments above the dashed 1 ine on f igu re  3 measure only LWC. Of 
these instruments, three ( the Leigh, J and W and the Blade) have an average 
er ror  of nearly zero; the other three are not as close. Only one sample of 
each instrument was tested here; more than one sample should have been tested 
t o  properly evaluate the average e r ro r  o f  any given instrument model. A l l  o f  
these instruments essent ia l ly  have the same scat ter  about the average (i.e., 
t one standard deviat ion) of about 2 20 percent. A 1 arge number o f  J and W 
sensors were compared i n  reference 2. This comparison showed that  d i f fe ren t  
samples o f  the same model J and W instrument d i d  not agree wi th one another or  
wi th the NRC i c ing  tunnel ca l ib ra t ion  any bet ter  than the comparisons herein. 
Notice that  the laser spectrometer instruments tested ( the ASSP's and FSSP's) 
are too inaccurate t o  be used as LWC instruments. 
The less than perfect agreement wi th  some LWC only instruments c l ea r l y  
points out the need for  more tes t ing  o f  these instruments i n  ground i c i ng  f ac i -  
I i t  les. Reference 2 made a s im i la r  recomnendat ion. 
It must be pointed out  t h a t  t he  LWC values run  i n  these tes ts  are on th4 
h igh  s ide  compared t o  the most probable LWC i n  na tura l  i c i n g  (about 0.2 g/m ). 
Therefore, t he  I R T  t e s t s  can be viewed as s imu lq t ing  severe i c i n g  condit ions. 
Another d i f f e rence  between the  IRT and f l i g h t  t e s t i n g  i s  t h a t  the LWC i n  the 
IRT c loud i s  steady, whereas the  LWC w i l l  general ly  f l u c t u a t e  an order o f  
magnitude w i t h  t ime as an a i r c r a f t  f l y s  through a na tura l  cloud. 
Ef fect  of temperature. - The previous comparisons were made a t  a c o l d  
enough temperature tha t  thermal e r ro rs  (caused by  water r u n - o f f )  should no t  
occur w i t h  any of the i c e  accre t ion  instruments, Above a c e r t a i n  temperature 
the LWC readings w i  11 be reduced because some o f  the impinging drop le ts  w i l l  
run off  the sensing element instead o f  f reez ing  there. 
F igure 4 contains two experimental comparisons which show the e f fec t  of 
t o t a l  a i r  temperature, airspeed and drop s i z e  on the LWC readings o f  several 
LWC instruments a t  the same inc ident  d rop le t  mass f l u x  (LwC~V = constant). I n  
each drop s i ze  case, the tunnel c loud (LWC, drop s i ze )  and v e l o c i t y  were 
unchanged as the t o t a l  temperature was increased. You w i l l  no t i ce  tha t  f o r  
each drop s i ze  case, each of these i c e  accret ion instruments had about the 
same thermal error .  Far the lower LWC and DVM o f  most na tura l  i c i n g  en- 
counters, the  thermal-error temperature would be c loser  t o  the f reezing 
temperature. 
Consequences of percent e r r o r  i n  LWC instruments. - It was prev ious ly  shown 
tha t  a1 1 o f  the LWC-only instruments had a sca t te r  ( 2  one standard dev ia t ion)  
i n  t h e i r  readings of about 2 20 percent from the average; t he  1 aser spectrorae- 
t e r s  were f a r  dorse. What i s  the  consequence o f  such a v a r i a t i o n  o r  uncer- 
t a i n t y ~  One serious consequence o f  an uncer ta in ty  i n  LWC would be i n  the re-  
s u l t i n g  uncer ta in ty  o f  the pred ic ted  drag c o e f f i c i e n t  f o r  an a i r f o i l  t h a t  has 
accreted ice. Figure 5 contains a comparison where the LWC i n  the I R T  was 
var ied  + 25 percent about a worst case condit ion. F igure 5 shows t h a t  a + 25 
percent uncer ta in ty  i n  LWC would cause about a + 25 percent uncer ta in ty  i c  
drag c o e f f i c i e n t ,  CD, f o r  an a i r f o i l  w i t h  ice, That uncer ta in ty  i s  probably 
acceptable; but remember t h a t  the  LWC v a r i a t i o n  here corresponds t o  on ly  a 
+ one standard dev ia t ion  i n  the  instrument scat ter .  The consequence of t h i s  
uncer ta in ty  i n  t e s t s  o f  a de icer  system should be even less important. 
Drop Size Instruments (Laser Spectrometers) 
A number o f  modern laser  spectrometer instruments were compared i n  the 
i c i n  c loud o f  the IRT.  These lasers were several u n i t s  o f  the Ax ia l  Scatter- s i ng  pectrometer Probe (ASSP 1, 2, 3, 4, and 5). two Forward Scat te r ing  Spec- 
trometer Probes (FSSP 1 and 2) and three Opt ica l  Array Probes (OAP 1, 2, 
and 3). Two of these same instruments were a lso tested two years before 
( re fe r red  t o  as ASSP 1' and FSSP l o ) .  These instruments were general ly  com- 
pared a t  d i f f e r e n t  times, t ak ing  advantage o f  the  exce l len t  r e p e a t a b i l i t y  o f  
the I R T  spray. This sect ion w i l l  f i r s t  discuss the data concerned w i t h  the 
volume median drop size, then the  drop s i z e  d i s t r i b u t i o n  w i l l  be discussed. 
The fo l l ow lng  w i l l  be covered: I R T  and instrument repea tab i l i t y ,  accuracy 
r e l a t i v e  t o  the I R T  c a l i b r a t i o n  and the other  instruments, the  e f f e c t  o f  a i r -  
speed, temperature, drop s i z e  and LWC. The consequence o f  the  observed e r r o r  
w i l l  be covered. And f i n a l l y ,  the  instrument e r ro rs  and p r a c t i c a l i t y  w i l l  be 
discussed. 
Volume Meaian Drop Size (DVM) Results 
Repeatability. - The repea tab i l i t y  o f  the drop s iz ing  instruments and the 
repeatab i l i ty  of the I R T  spray cloud must be determined together; i f  the both 
repeat then there i s  no problem w i th  repea tab i l i t y  i n  t h i s  experiment. {he 
table below shows the percent va r ia t ion  (i one standard deviat ion) from many 
samples of the DVM indicat ions from the various laser spectrometers i n  the 
same cloud ( i  .e., same I R T  spray set t ings and airspeed). 
--------------------------- -------------- 
PERCENT VARIATION* I N  MOP SIZE (DVM) I N  THE IRT 
(Same Airspeed and Spray Nozzle Pressure) 
Samples from 
Laser Samp 1 es during sprays during 






i 3 percent 
2 2 percent 
2 3 percent 
t 2 percent 
t 3 percent 
* 4 percent 
rt 3 percent 
t 3 percent 
t 7 percent 
t 7 percent 
* r  one standard deviat ion o f  the DVM indicat ions as a percent of the mean 
value f o r  that  probe 
................................................... 
The f i r s t  column o f  the tab le  shows tha t  the percent va r ia t ion  during a 
given spray i s  about + 3 percent (corresponds t o  less than t 1 ~ m ) .  The next 
column i s  the percent va r ia t ion  during d i f f e ren t  sprays but a t  the same spray 
s e t t i n  s; again the va r ia t ion  w i th  a given instrument i s  less than + 1 ~ m .  9 append x B describes data taken during a few traverses across the spray (across 
the spray from many nozzles). The var ia t ion here was also less than + 1 pm. 
Based on an e r ro r  analysis (appendix B) ,  pressure se t t ing  er rors  w i  11 a f fec t  
the drop s ize even less. Clearly, the I R T  spray i s  both repeatable and uni- 
form, such that  DVM data from d i f f e ren t  instruments can be compared wi th good 
accuracy. 
Comparisons between instruments. - We previously showed tha t  the laser 
spectrometers were poor instruments f o r  LUC. It would be ins t ruc t i ve  t o  com- 
pare the indicat ions of LWC and DVM from a number ot  instruments that  were a l l  
imner<ed i n  exact ly  the same cloud (i.e., same I R T  spray set t ings and a i r -  
speed). These comparison data are p lo t ted  i n  f i g u  e 6, where the instruments 
were a l l  imnersed i n  a cloud o f  16 pm and 1.02 g/ 5 and an airspeed o f  320 
k l iometers qer hour. The estimated repea tab i l i t y  o f  the I R T  spray causes a 
small scat ter  as shown on f i gu re  6. Here we see qu i te  graphical l y  that  the DVM 
and LWC data from a given instrument i n  the same cloud scat ter  a small amount; 
but the indications from d i f f e ren t  instruments d i f f e r  widely. Herein l i e s  the 
problem with these instruments. Even a f t e r  careful  standard ca l  ibrat ions (des- 
crtbed i n  r e f .  5 ) .  there i s  a s ign i f i can t  va r ia t ion  between instruments i n  
t he i r  indicat ion of DVM, and a very large var ia t ion i n  t h e i r  ind icat ion of  LWC. 
Comparison t o  the o ld  I R T  cal ibrat ion.  - The o ld  drop s ize ca l ib ra t ion  of 
the spray nozzles i n  the I c ing  Research Tunnel (IRT) was performed i n  the ear l y  
1950's by a combination of methods that were checked against one another. The 
old calibration was not an absolute calibration. The old calibration was a re- 
lative cal ibratim because it assumed that the theory for droplet impingement 
(i  .e., capture efficiency) was correct. With that assumption, the drop size 
(DVM) was determined from capture efficiency data on blotter covered Jouwkowski 
airfoi 1s and rotating cylinders by the dye transfer technique (ref. 10). These 
results compared favorably with rotating cylinder (ice accretion) measurements 
made much later by others (ref. 11). 
Since the IRT was the facility in which most of the icing technology was 
developed, it is important to compare the DVM measurements of the laser spec- 
trometers with the old IRT spray calibration. This comparison is also import- 
ant because the laser spectrometer measurement is independent of the old drop 
size calibration, which was relative. If the spectrometer drop size indica- 
tions agree with the old IRT calibrations, then the new and old methods would 
be in agreement; if they do no; then there may be a problem. 
Flgure 7 contains a comparison of the DVM indications from several laser 
spectrometers and the DVM from the IRT calibration, for a large range of LWC 
and airspeed conditions. The laser data have a large scatter, primarily due 
to the variations between instruments. The data scatter ( i  1 standard devia- 
tion) of all the ASSP data is + 20 percent, which corresponds to a scatter of 
2 4 urn at 20 urn. This scatter i s  larger than the scatter for the ASSP data 
shown on figure 6 which is about i 2 um at 20 urn. The small sample of data on 
figure 6 are only for one repeated spray condition and airspeed, whereas the 
data on figure 7 cover a large range of DVM, LWC and airspeed. The variation 
of the sensitivity of the instruments to changes in LWC, DVM and airspeed is 
the likely explanation for the larger scatter on figure 7. 
The data from the one working FSSP is about 20 percent higher than the 
data from the various ASSP's. The average line through the ASSP data is about 
20 percent higher than the old IRT calibration. If you put the ASSP and FSSP 
data together, the scatter (i one std. dev.) at 20 pm is almost k 6 rm. 
Hunt (ref. 9) has made detailed spectrometer measurements of the drop sires 
from the IRT spray nozzle in his small icing facility with his unique nonotiru- 
sive laser spectrometer. His spectrometer measurements are in very close 
agreement with the old IRT calibration curves for DVM at V = 240 kilometers 
per hour. He also verified the old DVM calibrations of spray nozzles useo in 
many other ground icing tunnels. This comparison is possible because the tulk 
nel effects on the droplets (e.g., evaporation, freeze out, etc.), as they 
travel from nozzle to test section, are generally negligible (appendix 8). 
Hunt's spray nozzle measurements with the same spectrometer have put the cali- 
brations of man ground refrigerated icing faci 1 i ties on a good comparable g basis. It may e a good idea to define his spray nozzle measurements of the 
DVM for these facilities as an interim calibration standard and use the 
refrigerated facilities as reference facilities. This will be discussed more 
under Recomnendations. 
Effect of velocity. - Figure 8 shows the effect of tunnel airspeed on the 
laser spectrometer readings for the same spray settings. The indicated drop 
size is constant, not a function of the test section airs eed. This is clearly ! not in agreement with the old I8T calibration, which is a so shown in the fig- 
ure. Hunt (ref. 9) observed the same airspeed Independence when he tested the 
IRT spray nozzle in his icing facility. This constancy should not be surprls- 
ing because in both facil ities the droplets are formed near the spray nozzles 
where the droplet velocities are very high compared with the low air velocity 
in the large tunnel plenum. 
The o l d  IRT drop s i ze  c a l i b r a t i o n  should be changed so tha t  the v e l o c i t y  
dependence i s  removed; indeed equat ion A-2 f o r  DVM should be evaluated a t  
V - 240 k i lometers per  hour (150 mph) regardless o f  the actual  airspeed i n  the 
t e s t  section. Unfortunately, when a1 1 the  data on f i g u r e  7 was corrected t o  
240 k i lometers per  hour the  sca t te r  was e s s e n t i a l l y  the  same, because most of 
the  sca t te r  was caused by di f ferences between the  instruments. 
The f a c t  t h a t  the drop s i z e  i s  independent o f  the  tunnel airspeed, i n  d is -  
agreement w i t h  the  o l d  IRT ca l i b ra t i on ,  would seem t o  r a i s e  a quest ion about 
the  adequacy o f  t he  o l d  dye t rans fe r  data o r  how i t  was used i n  the o l d  IRT 
c a l i b r a t i o n  ( ref .  10). However, t h e  dye t rans fer  data was taken a t  on ly  one 
airspeed; therefore, the  o l d  airspeed c a l i b r a t i o n  can be changed wi thout  con- 
sequence. 
Consequences o f  DVM errors.  - From the previous discussion there i s  as much 
as a i 6 um sca t te r  a t  20 pm i n  measuring DVM between various ASSP and FSSP 
spectrometers. What i s  the consequence o f  t h i s  worst case uncer ta intyu Let  
us determine the consequence by d i r e c t l y  measuring the  change i n  aerodynamic 
de radat  ion  o f  an a i r f o i  1 caused by  a change o f  + 6 urn i n  the  drop s i z e  9 se t i n g  of t he  i c i n g  c loud i n  t he  IRT. Figure 9 shows t h a t  t h i s  small change 
i n  drop s i ze  ( i  30 percent from ref .  case) has a s u r p r i s i n g l y  l a rge  e f f e c t  on 
the  i c e  shape t h a t  forms, which i n  t u r n  causes a much la rger  change i n  the  
r e s u l t i n g  drag coef f i c ien t .  This  experiment was repeated w i t h  the same 
resu l t .  The reference case on f i g u r e  9 (LWC = 1.3, DVM = 20 um) i s  the  same 
as the  reference case on f i gu re  5. Addi t ional  experiments were a lso performed 
(not  shown here) a t  h igher  and lower temperatures (i.e., equivalent t o  
f reez ing  f r a c t i o n s  nearer 0 and 1, respect ive ly ) ,  and a lso f o r  less accre t ion  
time; a l l  o f  these cases exh ib i ted  a much lower v a r i a t i o n  i~ the drag 
c o e f f i c i e n t  than shown on f i g u r e  9. The "worst case" example on f i g u r e  9 
s t rong ly  suggests t h a t  an absolute standard ( o r  a t  l e a s t  a r e l a t i v e  standard) 
i s  requ i red  so tha t  a l l  laser  spectrometers can be referenced t o  one another; 
standard c a l i b r a t i o n s  are no t  enough. This s t rong e f f e c t  o f  drop s i z e  i n d i -  
cates t h a t  a l l  i c i n g  s imulat ion f a c i l i t i e s  must generate drop s izes t h a t  are 
c lose t o  the most l i k e l y  drop s izes  i n  nature (DVM = 15 t o  20 pm according t o  
r e f .  12). The above concerns on ly  apply t o  t e s t s  where the  aerodynamic conse- 
quence o f  i c i n g  i s  desired. The e f f e c t  o f  the  -d p m  uncer ta in ty  w i l l  probably 
not  be very important f o r  a de i c ing  tes t .  
Normal i r e d  Drop Size Results 
An i c i n g  c loud can be described by t h e  LWC, DVM and the  drop s i z e  d i s t r i b u -  
t ion .  While instrumentat ion accuracy must be h igh  f o r  LWC and DVM, e r ro rs  i n  
the drop s i ze  d i s t r i b u t i o n  should no t  have a la rge  e f f e c t  on the  i c e  accret ion 
and r e s u l t i n g  aero degradation ( r e f .  13). It i s  convenient t o  normalize the 
drop s i z e  d i s t r i b u t i o n  by the  LWC and DVM, because the  normal lzed d i s t r i b u t i o n  
may not  chan e very much as the LWC, DVM and other  parameters change. 9 The f i r s  quest ion i s  how repeatable are the  normalized drop s i z e  d i s t r i b u -  
t i ans  f o r  the same I R T  spray set t ings.  Figure 10 contains a comparison o f  the 
normal i zed drop s i ze  distributions indicated by several 1 aser s ectrometers 9 w i t h  the same IRT spray condi t ions (DVM 1 16 pm, LWC = 1.02 glm , V - 320 
kmlhr). We see the same r e s u l t s  we saw f o r  DVM and LWC w i t h  these fnstruments. 
A given instrument ene ra l l y  repeats the  same ind ica ted  normalized d i s t r i b u -  9 t ion f o r  the same c oud; therefore, the  I R T  c loud d i s t r i b u t i o n  repeats q u i t e  
c losely .  But the agreement Oetween instruments i s  again poor. The LWC and 
DVM between Instruments does no t  repeat we1 1, but  i t  was hoped tha t  the normal- 
i za t ion  by the indicated values o f  LWC and DVM would s t i l l  permit tho normal- 
I red d i s t r i bu t i on  t o  be the same f o r  each instrument. Unfortunately, as the 
f i gu re  shows, i t  d id  not work out tha t  way. 
A quant i tat ive way t o  look a t  the repeatabi 1 i t y  o f  the shape o f  the normal- 
ized d is t r ibu t ions  i s  t o  f i t  the d is t r ibu t ions  w i th  an equation and look a t  
the var ia t ion of the parameters o f  the equation that  g ive the best overa l l  f i t  
o f  the d i s t r i bu t i on  data. The Langmuir d i s t r i bu t i on  i s  the most convenient 
way t o  do t h i s  because only one parameter, n, i s  adjusted t o  give the overa l l  
best f i t  (ref. 14). The Langmuir d i s t r i bu t i on  f i t s  the d i s t r i bu t i on  data al- 
most as well  as the Gamma d i s t r i bu t i on  which uses three parameters (ref. 5). 
The resu l t s  f o r  n are 1 i s ted  i n  f i gu re  11, f o r  the same repeated spray con- 
d i t i ons  and airspeed used i n  fi ure 10. The small scat ter  ( *  one standard B deviat ion) i n  best - f i t  values o n indicate again tha t  the normalized d i s t r l -  
butions f o r  a iven instrument and also f o r  the IRT spray are h igh ly  repeat- 9 able. The d i f  erences i n  the best f i t  values o f  n f o r  each instrument again 
t e l l  us tha t  the instruments do pot agree wi th one another. 
Part  b of f i gu re  11 presents resu l t s  f o r  the same spray conditions but a t  
d i f f e ren t  airspeeds. The normalized d i s t r i bu t i on  d id  not change w i th  airspeed, 
as noted by the small scat ter  ( *  one standard deviat ion) i n  the values o f  the 
exponent n for each instrument. Again, the var ia t ion i n  n was large between 
instruments. 
The next question i s  how close i s  the normalized d i s t r i bu t i on  of the IRT 
cloud t o  the normalized d i s t r i bu t i on  i n  natural clouds. The d i s t r i bu t i on  from 
ten d i f f e ren t  natural i c ing  cloud encounters wi th  d i f f e ren t  laser spectrometers 
were analyzed i n  reference 5. They found tha t  these d is t r ibu t ions  were best 
f i t  by n = 1.05 2 0.15. That would correspond t o  a B Lan u i r  d is t r ibut ion.  3" The value of n i s  1 for a B d is t r ibu t ion ,  1.5 f o r  a C, 2 o r  D and 2.5 f o r  E. 
According t o  f i gu re  11, the IRT spray (depending upon which instrument you 
bel ieve) varied from n = 1.25 t o  1.95; tha t  corresponds t o  between a B and D 
Langmuir d is t r ibut ion.  Reference 1 stated tha t  the d i s t r i bu t i on  (based on 
old-style instruments such as ro ta t i ng  cyl inders and o i l  s l ides)  varied from B 
and C f o r  natural clouds and between 8 and E f o r  the I R T  clouds. By e i the r  
comparison, the IRT cloud has a somewhat broader d i s t r i bu t i on  than generally 
ex is ts  i n  nature. But as said before, t h i s  d i f ference should have very l i t t l e  
effect upon the i ce  accretion and the resu l t i ng  aero degradation caused by the 
ice. 
CONCLUDiNG REMARKS 
A large number o f  modern and old-style i c i n g  cloud instruments were tested 
ana compared i n  the repeatable spray cloud o f  the NASA I c i ng  Research Tunnel 
( :RT). The fo l lowing conclusions resul ted f o r  the LWC and drop s iz ing  instru-  
ments. 
LWC Instruments 
1. The average o f  the LWC readings f o r  the Leigh and the i3lade agreed 
almost exact jy  w i th  the I R T  ca l ib ra t ion  (based on nozzle water f lowj .  These 
same instruments were also found t o  be i n  agreement wi th the lndependen~ ca l  i- 
brations o f  the Canadian (NRC) i c i n g  tunnel and a B r i t i s h  i c i ng  tunnel. There- 
fore, i t  i s  reasonable t o  consider the ca l ib ra t ions o f  a l l  three f a c i l i t i e s  t o  
be absolute and correct. 
2. The laser spectrometers tha t  were tested proved t o  be too inaccurate 
t o  be used f o r  LWC measurements. 
3. The ind ica t ions  of the  LWC-only instruments had a sca t te r  abaut the 
average o f  2 20 percent ( x  one standard dev ia t ion)  over a l a rge  range o f  tunnel 
set t ings.  The IRT sca t te r  caused by s e t t i n g  e r ro rs  was general ly  about * 5 
percent. 
4. A l l  i c e  accret ion instruments have about the  same e r r o r  due t o  1 i q u i d  
running o f f  before i t  freezes. 
5. The 2 20 percent unce r ta in t y  i n  the LWC readings should no t  cause pro- 
blems i n  aero-penal t y  measurements o r  i n  deicer  experiments. 
6. The f a i l u r e  r a t e  o f  some of the  automatic LWC instruments i s  a problem ( re f .  5 f o r  de ta i l s ) .  
Drop Size (DVM) Instruments 
1. A given work ing instrument i n  the  same (repeated) spray condi t ion,  
proved t o  be h i g h l y  repeatable i n  i t s  ind ica t ions  f o r  DVM and normalized drop 
s ize  d i s t r i b u t i o n ;  t h i s  a lso i ~ p l i e s  t h a t  the OVM o f  the IRT spray i s  a lso  
h i g h l y  repeatable. 
2. There were very la rge  va r ia t i ons  i n  the readings o f  i nd i v idua l  i ns t ru -  
ments o f  the same design. The sca t te r  ( +  one standard dev ia t ion)  f o r  the  s i x  
spectrometers tested over a l a rge  range o f  c loud condi t ions was ' 30 percent 
( o r  2 6 um f o r  a 20 um cloud). 
3. Tnis large uncer ta in ty  i n  the DVM can cause an unacceptatle v a r i a t i o n  
i n  aero-penal t y  measurements; b u t  the e f f e c t  i n  deicer  experiments would prob- 
ably  be small. 
4. The average o f  t he  ASSP readings was 20 percent h igher  than the  o l d  
I R T  c a l  i b r a t i o n  f o r  DVM; the FSSP was 40 percent higher. But Hunt's l ase r  
measurements agreed very c l o s e i y  w i t h  the  o l d  IRT c a l i b r a t i o n  and w i t h  the 
c a l i b r a t i o n s  o f  other  i c i n g  tunnels. 
5. Normalized drop s i z e  d i s t r i b u t i o n  data i n  the  same cloud repeated we1 1 
f o r  the  same instrument; bu t  t he  d i s t r i b u t i o n s  from d i f f e r e n t  instruments d i d  
no t  agree. 
6. The f a i l u r e  r a t e  of t he  l ase r  spectrometers was too  high, and q u i t e  
erroneous r e s u l t s  occurred--even w i t h  experienced operators, ca re fu l  standard 
ca l ib ra t ions ,  and t e s t s  t h a t  were run i n  a we l l  known and repeatable cloud 
( re f .  5 f o r  d e t a i l = ) .  
RECOMMENDATIONS 
1. The r e s u l t s  o f  t h i s  instrvment comparison t e s t  program c l e a r l y  showed 
tha t  ca l  i b r a t i o n  standards are c r i t i c a l l y  needed. Therefore, t h s  fo l low ing 
spec i f i c  recomnendat ions are made: 
(a )  The h i g h l y  repeatable spray cloud (year a f t e r  year)  o f  re f r i ge ra ted  
i c l n g  tunnels should be used as a reference standard f o r  LWC and DVM. 
Hunt ( re f .  9) has put the nozzle spray clouds o f  these f a c i l i t i e s  on a 
comnan basis  by measurlng the DVM from t h e i r  spray nozzles using the same 
spectrometer. It i s  recommended t h a t  h i s  measurements be used as the 
basis  f o r  an i n te r im  c a l i b r a t i o n  standard of these reference f a c i l i t i e s .  
Furthermore, the  LWC c a l i b r a t i o n  o f  a l l  r e f r i g e r a t e d  i c i n g  f a c i l i t i e s  
should be pu t  on the same bas is  by using the Same LWC instrument i n  a l l  
f a c i  1 i t l e s .  
(b)In f l i g h t  tests, portable spray r i g s  should be used t o  chcck out the 
laser spectrometers. This recorrendatim assunes that  the spray w i l l  
prove t o  be repeatable and insensit ive t o  changes i n  the environment- 
2. The high fa i lure rates o f  some o f  the automatic instrments suggests 
that l o r e  development test ing i n  i c i ng  tunnels i s  needed Md they should be 
operated and the data analyzed by experienced personnel. 
3. The instrment c w a r i s o n s  made herein were extensive but more instru- 
rents need t o  be c m a r e d  i n  a s imi lar  rrarner, 
APPENDIX A 
CD drag coefficient 
D droplet dlamter,  m 
DW volume median droplet d i  F t m *  m 
LYC l iquid water content, g/ 
n exgonmt o f  Langnuir distribution 
RH re lat ive humidity, percent 
T tota l  a i r  teaperaturc i n  the tunnel, ' C 
V tunnel alrswed. kilometers per hour 
Lucindicated - LuC~~l 
X percentdev la t ionf rm IRT value (e.g., X -  
L Y C ~ ~ ~  
DISCUSSION OF THE NASA IRT, ITS CAPABILITIES AND ERROR SOURCES 
The NASA Lewis Ic ing Research Tunnel (IRT), i t s  capabilit ies, a id  
cal ibrat ion and possible error  sources are discussed i n  t h i s  section. 
Description o f  the I R T  and I t s  Ic ing Cloud 
The Ic ing Research Tunne? a t  the Lewis Research Center o f  NASA i r  a closed 
loop refr igerated wind tunnel that was b u i l t  i n  1944. I t s  tes t  section i s  
1.8 meters high and 2.7 meters wide. The a i r s m  ir, the tes t  section can be 
varied fro. 30 ki loaeters per hcur t o  $80 kilometers per hofr; and the t o t a l  
terperature can be varied from above 0 C d m  t o  aborit -30 C. According t o  
the o ld calibration, the ic ing  cloud issuing from 77 a i r  atomizing spray 
nozzles can produce a drop size (Dm) range o f  from 10 t o  20 m and a l i q u i d  
water content (LUC) o f  fror 0.5 t o  3.5 9/3. 
The c l d  drop slze and LYC cal fbrat ion equations are functions of the a i r  
and water pressure t o  the spray nozzles and the tunnel airspeed, as sh q" by equations (A-I), (A-2)- and (A-3). The l i q u i d  water content i n  the g / r  a t  
the center o f  the tunnel i s  given by 
(77 Wr) LYE-0.085 
and the volume median drop size i n  microns i s  given by 
h e r e  the l i q u i d  flow from each o f  the 77 spray nozzles, Yr, i s  given by 
For h is to r ica l  consistency, these o ld  ca l ibrat ion equations are i n  the o ld  
English uni ts  (e.g., V i s  the tunnel airspeed i n  mph, the a i r  and water pres- 
sures. Pal, and PHD, are i n  pounds per square inch gage. and water f la t o  
each nozzle i s  i n  bounds per hour. 
Please note that the LWC varies inversely wi th  the airspeed and the drop 
size I s  a weak function o f  airspeed. The spray bars are i n  the large plenm 
upstream of the test  section, where the veloci ty never exceeds 50 kilometers 
per hour. Compared t o  the veloci ty shears i n  and near the nozzle, changes i n  
the plenun airspeed should have no e f fec t  on the drop size unless the droplets 
evaporate d i f fe ren t ly  a t  a d i f ferent  tunnel airspeed; we w i l l  consider th i s  
shortly. 
The cal ibrat ioc equations for drop size and LUC are not functions o f  the 
a i r  temperature. 0ut.the temperatures o f  the presslirized a i r  and water to  the 
nozzle are kept a t  85 C i n  order t o  assure that the droplets do not freeze as 
the pressurized a i r  cools while passing t h r ~ u g h  the choked nozzle ( th i s  i s  
discussed mre, shortly). 
Not every drop size and LUC can be attained a t  every airspeed because o f  
l in,itations of the spray flow systems. For exmple, the o ld  ca l ibrat ion 1 imi ts  
were: 
I n  addition, the o ld ca l ibrat ion placed l i m i t s  on the maxilnum and minimum drop- 
l e t  sizes attainable: 
10. < DVM < 20. microns 
- - 
Recent laser spectrometer measurements wi th  the I R T  nozzle (ref. 9) have 
s h m  that droplets up t o  40 vm can be obtained. And our experiments have 
shown that  the a i r  pressure and pressure difference 1 imi ts  can be lowered sub- 
stant ial ly,  without compromising the cloud. IYevertheless, the conditions used 
i n  t h i s  test  program were wi th in  the o ld  l imi ts ,  except f o r  a few data points 
that were taken a t  lower a i r  pressures and somewhat larger droplets. 
The o ld  ca l ibrat ion o f  the IRT was perfoned i n  about 1955 wi th  a combina- 
t i o n  o f  methods. For drop size, the Joukarski a i r f o i l  and the rotat ing c y l  in- 
der were used with the dye transfer experimental technique a t  one airspeed. 
Assuming the theory f o r  capture eff icisncy was correct, the drop size was de- 
termined by measuring the local var iat ion o f  the amount of dye that was ab- 
sorbed by b lot ters  on these two surfaces (ref, 10). These resul ts colnpared 
favorably with o i l  s l ide  and rotat ing cyl inder measurements. The o ld  calibra- 
t ion  was checked i n  1969 (ref, 11) and found t o  be + 5 percent on LUC and drop 
size. However, the IRT ca l ibrat ion has been questioned recently. Therefore, 
one o f  the goals o f  tr.ere experiments i s  t o  check out the o ld  cal ibratiofis 
with mdern instrunents; if they both agree with one another, then both the 
modern instruments and the IRT cal ibrat ion w i  11 have been substantiated. 
Discussion o f  Sources o f  Error 
There are a number o f  error sources t o  discuss which can cause an improper 
simulation of natural icing. There can be errors i n  the a i r  conditions, i n  
the test section (e.g., airspeed, a i r  temperature, and i n  the re la t i ve  humi- 
di ty) .  The a i r  i n  between the droplets i n  the cloud i s  assumed t o  be saturated 
(same as i n  natural clouds), or i t  i s  assumed that the effect of i t  not being 
saturated would not be noticeable. There can be errors i n  set t ing the cloud 
spray pressures which cause errors i n  the LWC and Dm. The droplets shouid be 
a t  the same veloci ty and temperature as the surrounding a i r  !n order t o  pro- 
per ly  simulate a natural i c ing  cloud. The airspeed, temperature, and LUC and 
DVM should he reasonably uniform across the tunnel. The instruments and the i r  
supports w i l l  cause small changes i n  the ve loc i ty  where the instruments are 
located. The ice buildup on the probes can cause them t o  operate improperly 
and with error. I n  fact, we had t o  wrap the laser spectrometers with steam 
tubes i n  order t o  permit them t o  operate fo r  reasonable time durations i n  the 
blgh LWC environment of the IRT. The e f fec t  of the steam tubes must be deter- 
mined. And last ly,  a natural i c ing  encounter generally i s  characterized by 
large changes i n  the LWC as the a i r c ra f t  f l y s  along. The old-style instruments 
general ly sampled the cloud for a long period of time compared t o  the mdern 
instruments. The o ld  instruments gave data that i s  natural ly time averaged 
l i k e  any i ce  accretion. T i n '  averaging differences between modern and 013 
instruments are a potent ia l  source o f  error. The I R T  cloud i s  steady so t h i s  
potent ia l  e r ro r  i s  beyond the scope 9 f  t h i s  paper. 
A i r  conditions. - The IRT airspeed i s  measured wi th  heated p i t o t - s t a t i c  
probe that  i s  per iod ica l l y  cal ibrated; i t  i s  considered t o  be accurate t o  bet- 
t e r  than * 1 percent. The tunnel t e s t  section airspeed i s  u n i f o m  except f o r  
the boundary layer which i s  less than 15 an th ick  on the tunnel walls. 
The t o t a l  a i r  temperature i s  measured by many droplet  shielded therm-  
couples on the turning vanes upstream o f  the spray bars ( f i g .  l (a ) ) .  The heat 
exchanger segments o f  the re f r igerator  are adjusted before and during ?n i c i n g  
run so that  the temperature i s  general ly uniform t o  w i th in  about i 112 C o f  
the center; the center i s  held even closer than tha t  t o  the desired tfnpera- 
ture. These thermocouples are per iod ica l l y  ca l ib ra ted t o  about i 112 C. The 
r e l a t i v e  humidity of the dry (droplet  free) a i r  upstream o f  the spray bars i s  
measured by a modetn General Eastern f r o s t  po in t  instrument, which i s  per iodi-  
c a l l y  checked a t  0 C w i th  an i c e  bath. Long term measurements have shown 
that  the r e l a t i v e  humidity upstream of the spray bars reaches a steady value 
of about 70 percent af ter  the f i r s t  spray. Calculations using the computer 
code developed by AEOC [ re f .  15) and the 70 percent i n i t i a l  condition, ind icate  
that  the tes t  section w i l l  have essent ia l ly  saturated a i r  over the t u n ~ e l s  
possible range o f  velocity, drop size, LWC o r  a i r  temperature (below 0, C). 
Spray fondi t ions. - One of the purposes o f  t h i s  experiment i s  t o  determine 
i f  the IRT ca l ib ra t ion  f o r  LWC and droplet  s ize agree w i th  the indicat ions of 
modern instruments. The comparisons w i th  the modern instrument comparisons 
are i n  the Results section o f  t h i s  paper. The comparisons discussed here are 
therefore l im i ted  t o  an e r ro r  analysis using the o l d  ca l ib ra t ion  equations, 
questions re la ted t o  uniformity, and questions re la ted t o  the thermodynamic 
changes i n  the spray as i t  t rave ls  f r r a  the spray bars i n t o  the t es t  section 
o f  the IRT. 
The o l d  ca l ib ra t ion  equation f o r  LUC i n  the center i s  given i n  equations 
(A-1) and (A-3). I t  shows that  the errors i n  the LWC would be due t o  er rors  
i n  se t t i ng  the a i r  and water pressures t o  the spray, because the ve loc i t y  
errors are negl ig ib le;  ar,d also because the nozzles are well  maintained and 
checked, and demineralized water i s  used. The maximum er ro r  i n  se t t i ng  the 
water or  a i r  pressure i s  considered t o  be t 2 psig. Based upon an er ror  analy- 
s i s  and the frequencies o f  the pressure set t ings used i n  t h i s  t es t  program, 
the average var ia t ion ( repeatab i l i ty )  i n  the LWC would be t 5 percent w i th  a 
standard deviat ion of  i 5 percent. 
The o ld  ca l ib ra t ion  equation f o r  drop s ize (eqs. (A-2) and (A-3) also in- 
dicate that  errors i n  drop size would be due t o  errGrs i n  se t t i ng  the a i r  and 
water pressures. The maximum er ro r  i n  set t ing Pair or PHZ0 i s  2 psfg, which 
w i l l  generally cause an er ror  i n  the drop s ize o f  less than 2 1 urn. Questions 
re la ted t o  the absolute accuracy o f  the o l d  drop s ize ca l ib ra t ion  w i l l  be dis- 
cussed i n  the Results section. 
Spray uniformity. - The question o f  whether the drop s ize i s  uniform 
across the tunnel I s  r e a l l y  a question of whether the drop s ize from each spray 
nozzle i s  the same. Several samples of  the standard I R T  nozzle have been run 
( re f .  10) and found t o  repeat well. A short survey across of the cloud w i l l  
pass through the spray of large number of nozzles and adequately answer the 
question. Two separate traverses o f  2 1 and t 2 feet  from the center of the 
test  section were performed wi th a laser spectrometer; the indicated drop s ize 
was the same within 2 1 urn. 
The uniformity of the LWC across the tunnel i s  not as good. Unifomi t y  
was determined by measuring the ice  accretion o f  an array o f  2 inch diameter 
ver t ica l  cylinders that were placed a t  many positions across the test  section. 
The ve1oc:ty and drop size are uniform over a mch larger region than the LUC, 
and the LWC uniformity measurements were made a t  a very cold temperature. 
Therefore, the ice  accretion uniformity i s  a d i rec t  measure o f  the LWC uniform- 
i t y .  These measurements indicated that the cloud LWC was uniform (within ? 20 
percent of the LWC i n  the center) inside of a 0.6 m high by 0.9 m wide rect- 
angle i n  the center o f  the tes t  section ( f ig .  l (b) ) .  The instruments were 
located within a smaller r e  ion that was uniform t o  + 10 percent. The uniform 6 region d id  not soticeably c ange size over the range o f  conditions of these 
experiments, The LWC a t  any point w i l l  be repeatable t o  ! 5 percent. Any 
var iat ion caused by nonuoiformity w i l l  surely be less than the variat ions bet- 
ween the instruments. 
Droplet temperature and velocity. - I n  natural i c ing  i t  i s  usually assumed 
that the temperature and veloc i ty  o f  the droplets i s  that o f  the surrounding 
a i r  and not frozen. These droplet conditions are extremely d i f f i c u l t  t o  meas- 
ure. The AEOC computer code (ref. 15) was used t o  calculate these droplet 
parameters. For the range o f  conditions o f  these experiments, the droplet 
veloci ty and temperature differences from the surrounding a i r  were much less 
than the inaccuracy i n  measuring the IRT airspeed and t o t a l  temperature of the 
air .  Another question: does the spray cloud go around the tunnel and re-enter 
the test section frozen or with much larger or smaller d r o p l e t s ~  A walk around 
the tunnel (down wind) af ter  an evening o f  i c i ng  runs answers those ques t io~s  
easily. One quickly observes that the cloud accretes out o f  the a i r  as i t  
passes through turning vanes, screens, etc., u n t i l  f i n a l l y  very 1 i t t l e  accretes 
out as i t  passes through the small openings i n  the ref r igerat ion heat ex- 
changer. There i s  no accretion on the turning vanes jus t  upstream of the sprqy 
bars. A microscopic look at the snow-1 ike dust on the f loors reveals there 
are no frozen droplets ( i  .e., no frozen spheres i n  the 10 50 urn range, only 
jagged pieces of f rost  that accreted on surfaces and were shed). There woult 
be frozen droplets i f  the pressurized a i r  and water were not preheated t o  85, C 
before i t  passes through the choked spray nozzles. 
Effect o f  instrument support. - The incident local veloci ty for a given 
instrument can be affected by the support and traverse holding the array of 
intruments i n  the tunnel ( f ig .  l ( a )  and l (b) ) .  These comnon wind tunnel veloc- 
i t y  correct ions were measured by mounting p i  tot-stat  i c  veloci t y  probes a t  the 
locations o f  the instrument measuring locations, without the instrument i n  
place; these measurements were compared t o  the tunnel 's standard p i  to t -s tat ic  
probe. The maximum local veloci ty correct ion was 20 percent; most corrections 
were less than 5 percent. 
Effect of  steam tube wrap. - The laser spectrometers required an external 
wrapping o f  small steam tubes and insulation i n  order t o  increase the heating 
t o  the probes internal and external surfaces. Without t h i s  additional heating, 
the probes would give incorrect LWC and DVM readings a f te r  a short spray time 
(f ig.  12). I t  was thought possible that th is  f i x  might adversely af fect  the 
LWC and DVM readings compared t o  what they would be fo r  the unmodified instru- 
ments before Ic ing affected the readings. A number of  experiments were per- 
formed t o  check th i s  quest ion. There proved t o  be no difference i q  the read- 
ings (Table 4.4 i n  ref. 5) f o r  e i t he r  the ASSP or FSSP i n s t r w n t s .  lherefore, 
the steam tube wrap f i x  great ly  extended the run tlme i n  the i c i n g  cloud of 
the I R T  without i t s e l f  causing any error .  
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